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Reichert remains committed to the safety and well-being of all eye care professionals using our devices 
and protecting and promoting the health of all patients that benefi t from them every day. This includes 
the proper cleaning and disinfection of our devices, which is a critical aspect of patient care and offi  ce 
safety.

Details

Reichert has been extensively evaluating the cleaning and disinfection agents for all our devices due to 
current guidelines.  This cleaning and disinfection information is available on our website at: 
www.reichert.com/disinfection  

Our web page provides a Cleaning and Disinfection Matrix document with the most up-to-date 
approved list and will be updated as additional information becomes available. Please check this 
webpage for the latest updated information.  
NOTE:  Although the web page will allow the PDF document to be printed, please be sure to review the 
web page for any current updates after the document has been printed. 

S  M :
Below is a sample of the Cleaning and Disinfection Matrix from our web page 
Please visit our web page for the current version of the matrix: www.reichert.com/disinfection
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